
Reference Guide
Lets you use the mouse cursor to determine the 
intensity value for a selection pixel of an image  
in a Series Viewpoint.

Click once to hide the text and again to restore  
the text.

Zooms the selected image. In the viewport, click 
and hold the left mouse button, and move the 
pointer up to zoom in and down to zoom out.

Links only the studies selected by the user. The 
system attempts to automatically align the slices 
based on their DICOM position and orientation 
attributes.

Repositions the image within the viewport.
Flips the image on the horizontal axis.

Lets you use the mouse cursor to measure in mil-
limeters the actual (as opposed to the displayed) 
distance between two points on an image as well 
mark the image with an appropriate annotation.

Prints the selected patient image to a printer connected to 
your local workstation. If you are connected to a network, 
you can print to a network printer. The print function is de-
pendent on the Web browser that you are using. Hardcopy 
printouts can vary between different Web browsers.

Click two points on the image to create a line. 
Click two more points to create the second line. 
The application extrapolates the point where the 
two lines intersect and displays the Cobb Angle.

Saves the series to the data source from which it 
was originally opened.

Click the image where you want to add text. A text 
insertion point will appear. Type text you want to 
place on the image. Click outside of the text box or 
press Enter to complete the function.

Lets you reset the image display parameters for 
the current image.

Click and drag the mouse pointer to draw an ellipse 
over the desired region. When you release the mouse 
button, the application displays the ROI measure-
ments. (The area, min, max, average pixel value)

Enables you to display one, two, four, or six viewers. Each 
viewer displays a series which you load from the Series 
Thumbnails panel. When you use multiple viewers, you can 
perform side-by-side comparison of the same/ different 
series, from the same/ different studies for the same patient.

When selected, enables you to modify a selected
annotation in the image viewer. Modify the user preferences as needed. Click OK. 

A message box will open. Click Close.

Animate any active series using the Cine feature. The cine 
tool gives navigation commands that allow you to stop, 
pause and move forward or backward through the cine. 
You can also adjust the speed and use the zoom, pan, and 
window settings while in cine mode.

Opens the Merge iConnect Access online help system 
in another browser window.

Lets you adjust the window and level [contrast and 
brightness] of an image “on the fly“  by dragging 
the mouse cursor over the image.

Toggles the display of any available reference lines 
on and off when you are viewing multiple series. This 
feature is used primarily for CT and MRI images where 
they are sequential “slices“.
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